The use of antibiotic-loaded cement spacers is an established method in the management of periprosthetic hip and knee joint infections. Despite inconsistencies among published studies, data shows that infection control rates exceed 90% with two-stage exchange arthroplasty. The present work reviews the current literature about antibiotic-loaded cement spacers and concentrates on the indications for spacer implantation, spacer production details, antibiotic impregnation, pharmacokinetic properties, clinical success, mechanical complications, and systemic safety.
Introduction
Over the past four decades, antibiotic-impregnated acrylic bone cement has been established as a valuable tool in the prophylaxis and treatment of orthopaedic infections. Prophylaxis requires low doses of antibiotic(s) in bone cement in order to avoid decreasing the mechanical properties of cement, which is intended for mechanical fixation of prostheses or implants. Generally, low-dose antibiotic-impregnated bone cement is defined as ≤ 1 g antibiotic(s)/40 g polymethylmethacrylate (PMMA). In the treatment of musculoskeletal infections, antibiotic-loaded cement by means of beads or spacers is impregnated with higher doses (usually 4 g antibiotics/40 g PMMA) for infection treatment [1] .
Despite numerous prophylactic measures, joint infections still occur in 1-2% of cases after total hip and in 2-3% of cases after total knee replacement [2] [3] . Such complications can often lead to prolonged and difficult treatment courses and endanger functional outcomes. When establishing a treatment plan, several factors have to be considered: localisation and extent of the infected area, presence of hardware, virulence and antibiotic sensitivity profile of the causative bacterium, time period between primary surgery and infection manifestation (early vs. late infection), and general medical condition of the patient.
During the past two decades, antibiotic-loaded hip and knee spacers have become a popular method of managing such infections with reported success rates of > 90% [2] [3] . Complications are rather infrequent and consist mostly of mechanical (spacer fracture, dislocation, bone fracture) and those related to the antibiotic impregnation of bone cement (reinfection/infection persistence, systemic side effects such as renal or hepatic failure, allergic reactions).
The aim of the present work is to review the current literature about the use of antibiotic-impregnated cement hip and knee spacers in the management of periprosthetic joint infections (PJI).
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Spacer production details
Hip spacers
Hip spacers can be categorized into three different types:
• hand-made • standardized, prefabricated, commercially available • standardized, molded, not commercially available Hand-made spacers are now rare since they do not provide standardized mechanical performance and pharmacokinetic properties, and are associated with a higher risk of spacer dislocations or fractures. A major disadvantage of commercially available, prefabricated spacers lies in the fact that no further antibiotic addition can be made to the cement, in response to the sensitivity profile of the pathogenic organism. Custom-made spacers can be easily produced during surgery and offer the greatest advantages. However, it should be noted that in specific cases, Girdlestone arthroplasty should be taken into consideration as an alternative method ( Figure 1 ). Most hip spacers function as a hemiarthroplasty, whereas only few offer the advantages of a total hip arthroplasty (THA) by additional spacer cup implantation ( Figure 2) . Unfortunately, to date, no study exists comparing clinical performance and complications among spacers with respect to their articulation and the fixation method. Although proximal cementation of the spacer to the femur might preserve leg length and prevent rotation, no study has demonstrated which one of the two methods is best. Moreover, THA-like spacers may improve the congruence of the joint compared to hemiarthoplasty-like systems; however, no reports have studied whether clinical performance is better with THA-like spacers. 
Knee spacers
Knee spacers can be divided into static and dynamic.
In past years, articulating spacers were used based on the argument that there was better function during the interim period, superior knee motion, improved functional outcomes following reimplantation, and decreased bone loss resulting from spacer migration compared to static spacers [4] [5] [6] [7] . Systematic literature reviews comparing dynamic to static spacers have provided some contradictory results. Guild et al. reported that articulating spacers had significant increased range of motion, lower reinfection rate, facilitated reimplantation, and developed less bone loss than static spacers [4] . Voleti et al. found that both types of spacers demonstrated similar reinfection rates [7] . Articulating spacers result in significantly greater range of motion after reimplantation, whereas functional scores were similar in both groups. Rates of wound-related and spacer-related complications were similarly low for both spacer types. Pivec et al. stated that both groups had similar improvement in functional scores, however, articulating spacers had significantly higher range of motion [6] . There was no difference in the reinfection rates, complication rates, or reoperation rates between the two groups.
The discrepancy of these some of these statements might be explained by the difference in the publication dates between static and articulating spacers, since many static spacer studies were published in the 1990's [6] . Moreover, different lengths of follow-up between both groups might have led to a length-time bias and contributed to differences observed in clinical outcomes, reinfections, and complications [6] . Another possible explanation for similar functional scores might be the fact that the range of motion, which was frequently significant different, accounts only for a small proportion of such scores [7] .
The choice between implantation of a static and an articulating spacer is best made intraoperatively ( Figure 3 ). Based on the amount of bone loss after prosthesis explantation and the status of the extensor mechanism, the orthopaedic surgeon can decide which spacer to implant intraoperatively. With minimal bone loss and an intact extensor mechanism, an articulating spacer might provide a good range of motion between stages. On the other hand, large bone loss and poor quality of the extensor mechanism may facilitate the implantation of a static spacer (Figure 4 ) or even one with a metallic endoskeleton (Figures 5-6 ) for preventing postoperative dislocation.
Antibiotic impregnation
An important topic in the use of antibiotic-loaded spacers is the impregnation of the bone cement itself with antibiotics. Not every antibiotic qualifies equally for incorporation into bone cement: desirable characteristics include [1] :
• its availability in powder form • wide antibacterial spectrum, bactericidal at low concentrations • elution from PMMA in high concentrations for prolonged periods
• thermal stability • low or no risk of allergy or delayed hypersensitivity • low influence on the mechanical properties of the cement • low serum protein binding Aminoglycosides and glycopeptides are known to be the two groups of antibiotics that fulfill most of these criteria. The combination of these antibiotics has the advantage of a wide antimicrobial spectrum with good elution kinetics. Vancomycin is good for treating orthopaedic-related infections since Staphylococci are the most common bacteria causing such infections, and vancomycin possesses an excellent efficacy against these strains, especially resistant strains [1] .
Not only is the right antibiotic choice important for adequate local antibiotic therapy, but the amounts of each antibiotic that are incorporated into the cement is important. Depending on the ratio of aminoglycosides and glycopeptides, different synergistic effects between these antibiotic groups should be expected with regard to their elution properties [2, 8] . Unfortunately, the ideal amount of antibiotics to be used for spacer impregnation has not been defined, so no recommendations can be made about this (Table 1 ). Figure 5 , consisting of prosthesis explantation and spacer implantation. Due to the large bone defect, an overbridge to maintain leg length and stability was required. Here, an antibiotic-loaded cement-coated nail was implanted with a cement spacer in the leg to solve this problem.
Pharmacokinetic properties
The ideal spacer should possess high elution kinetics during the early postoperative period, with a further constant release of antibiotic amounts above the minimal inhibitory concentrations (MICs) of the causative organism(s) until the prosthesis reimplantation.
Masri et al. measured the intraarticular antibiotic concentrations in the first days after inserting vancomycin-tobramycin-loaded spacers [9] . Peak concentrations on day 1 were 107 µg/ml for tobramycin and 19 µg/ml for vancomycin, determined from wound drainage fluids. These concentrations were 10-30 higher than the MICs of the infecting organisms. An increase of the tobramycin dose enhanced the elution of tobramycin and vancomycin, whereby an increase in the vancomycin concentration lacked such an effect [8] . A sufficient elution of antibiotics from PROSTALAC (PROSThesis of Antibiotic-Loaded Acrylic Cement) could be measured over a period of at least 4 months. The duration of the spacer implantation did not have a statistically significant influence on the elution characteristics of both antibiotics.
Isiklar et al. reported of mean concentrations of 57 µg/mL for vancomycin on day 1 from vancomycin-impregnated spacers in the treatment of orthopaedic implant related S. epidermidis infections, also determined from the drainage fluid [10] . Hsieh et al. reported on the elution of vancomycin and aztreonam from hip spacers [11] . Vancomycin peak concentrations were initially 1.538 µg/ml and fell after 7 days to a mean value of 519 µg/ml. These high concentrations could be attributed either to the high amount of antibiotics incorporated into the cement (4 g vancomycin/4 g aztreonam/40 g bone cement), or aztreonam might have a different influence on the pharmacokinetics of vancomycin than aminoglycosides, so that another synergistic effect might result. Anagnostakos et al. determined the elution of gentamicin and vancomycin from beads and spacers in the drainage fluid using a two-stage protocol in the treatment of infected hip arthroplasties [12] . Peak mean concentrations from PMMA beads and spacers were reached for gentamicin (115.70 µg/ml and 21.15 µg/ml, respectively) and vancomycin (80.40 µg/ml and 37.0 µg/ml, respectively) on day 1. The last determined concentrations for the beads group was 3.70 µg/ml for gentamicin and 23.00 µg/ml for vancomycin after 13 days, and 1.85 µg/ml for gentamicin and 6.60 µg/ml for vancomycin after 7 days in the spacer group. At spacer explantation, Fink et al. determined the amounts of gentamicin, vancomycin, and clindamycin in local tissues [13] . All of the tissue samples contained levels of antibiotics that were greater than the MICs previously determined for the pathogens that had caused the periprosthetic infections. Highest measured concentrations were 50.93 µg/g for gentamicin, 177.24 µg/g for vancomycin, and 322.29 µg/g for clindamycin. Similar values for gentamicin have been determined in the study of Mutimer et al. [14] .
Some concerns have been expressed with regard to the ideal reimplantation time and whether too early or late spacer removal with prosthesis reimplantation might be associated with an infection persistence or recurrence. Bertazzoni Minelli et al. [15] and Kelm et al. [16] studied the residual antibiotic and antimicrobial properties of explanted spacers in vitro.
0.05-0.4% gentamicin and 0.8-3.3% vancomycin of the initial amount present were released in vitro over a time period of 10 days in the first study [15] 
Clinical success
There exist several factors that can contribute to the emergence of a reinfection or infection persistence. Inadequate debridement of all infected, necrotic, and devitalized tissue, wrong antibiotic choice for impregnation of bone cement, insufficient systemic antibiotic therapy, the virulence of the causative bacterium itself, biofilm production on the surfaces of implant materials, an early prosthesis reimplantation before definitive infection eradication and the general condition of the patient are only some of the most important factors to mention. Moreover, residual cement is significantly associated with a persistence of infection. McDonald et al. have evaluated 81 patients with hip joint infections and treated with a resection arthroplasty [17] . The presence of retained cement appeared to be significantly associated with recurrent infection, as 3 of 7 patients who had retained cement had a reinfection, compared to 8 out of 75 from whom the cement had been completely removed. Buttaro et al. treated 10 patients with infection persistence due to residual cement and reported an infection eradication in 8 out of 9 cases after cement removal (one patient declined further surgical treatment) [18] .
Although the exact infection eradication rate cannot be easily defined and large inhomogeneities are evident among the published studies, literature reviews on hip [2] [3] and knee spacers [4] [5] [6] [7] report treatment rates that frequently exceed 90%.
Mechanical complications between stages
With regard to spacer-related complications, several parameters might play a role: spacer production (hand-made vs. standardized), spacer geometry, muscular insufficiency, prior surgical revisions, poor bone and soft-tissue quality (especially the extensor mechanism in the knee), and non-compliance of the patient with regard to partial weight bearing; specifically for hip spacers, the head/neck ratio, acetabular and/or femoral defects, mismatch of spacer head size to the acetabulum size, and the art of femoral fixation.
A review of literature about hip spacers demonstrate that hand-made spacers might dislocate more often than standardized-made ones [2] . However, a significant difference could not be assessed due to the heterogeneity of patients and insufficient documentation regarding spacer production and fixation.
Leunig et al. were one of the first who tried to interpret and explain hip spacer implantations [19] . The authors recognize that the geometrical form of spacer plays an important role. In spacers that were free of complications, the neck to head-ratio was significantly lower (0.76±0.05) than in those with dislocations (0.96±0.19). A second factor associated with failure was an insufficient deep anchorage in the intramedullary canal, being 22±33 mm in the failure group, while complication-free spacers were on average attached to a depth of 57±41 mm.
Regarding femoral fixation of hip spacers, there exist three methods: i) press-fit, ii) partially or totally cementation, and iii) the "glove "-technique [20] . The latter technique has been recently described and provides a stable fixation onto the proximal femur that facilitates spacer explantation since the spacer can be removed at one piece and there is no need for removal of any cement debris compared to other normal cementation techniques. However, it is unclear which of the above mentioned techniques is the most superior one in the prevention of spacer dislocation regarding the femur.
In the literature, dislocation rates after hip spacer implantation may strongly vary depending on the art of the spacer's production as well as the fixation method. Leunig et al. [19] reported dislocations of the hip in 5 of 12 patients after use of hand-formed spacers, whereas Magnan et al. [21] and Duncan et al. [22] noted a rate of 1/10 and 3/13 dislocations after implantation of a standardized hip spacer, respectively. On the other hand, Ries and Jergesen [23] , Koo et al. [24] , Shin et al. [25] and Takahira et al. [26] could not observe any dislocation during implantation of standardized spacers. In a large collection of 88 spacer implantations, Jung et al. reported a dislocation rate of 17% [27] .
For knee spacers, Struelens et al. retrospectively analyzed spacer-specific problems in a collection of 155 articulating spacer implantations [28] . The authors specified six different categories including optimal size and position of the spacer, spacer component tilting, medio-lateral shift of the tibial component in relation to the femoral component, component dislocation, fracture of the spacer ( Figure  7) , and knee subluxation. Only 67 spacers (43%) were considered optimally sized and positioned. In 24% of the cases, component tilting was found, and in another 21% of the cases, a medio-lateral translation was present relative to each other. A total of 12% showed major spacer complications such as fracture of the spacer, spacer dislocation or knee subluxation.
Although the results of Struelens et al. [28] reported a high complication rate in knee spacers, other studies contradict that. Faschingbauer et al. described only one spacer fracture in a collective of 133 hand-made, static spacers, with a metallic endoskeleton reinforcement [29] . Castelli et al. observed mechanical complications in 4% of cases with articulating spacers [30] , whereas Kim et al. had no complications using a modified articulating spacer [31] . Van Thiel et al. had a spacer fracture rate of 1.7% in a collective of 60 patients [32] , and Johnson et al. reported a mechanical complication rate of approximately 12% in a group with articulating spacers versus 0% with static spacers [33] .
Systemic safety
Antibiotic-loaded beads and spacers can locally release high antibiotic concentrations which greatly exceed those after systemic administration with no or low systemic toxicity. Salvati et al. investigated urine and serum samples after implantation of gentamicin-loaded cement and beads in 38 and 18 patients, respectively, and observed no toxic effects in these patients at very low gentamicin levels [34] . Springer et al. also did not observe any toxic effects from knee spacers even after very high impregnation of antibiotics (3 g vancomycin + 3.6 g gentamicin / 40 g PMMA) in 34 patients, and concluded that drug delivery devices with a high antibiotic/cement-ratio should be regarded safe for clinical use [35] .
Despite these reports, an increasing number of cases have been published regarding systemic side effects after the use of bone cement drug delivery systems in past. Van Raaij et al. reported the case of an 83-year-old woman with no history of kidney disease who developed acute renal failure (ARF) after resection of an infected total knee arthroplasty and placement of a gentamicin-impregnated cement spacer (2 g gentamicin / 40 g PMMA) and 7 chains of 30 gentamicin beads (0.945 g gentamicin) [36] . Serum gentamicin levels indicated high concentrations that prompted removal of the spacer and subsequent return of normal renal function. Patrick et al. reported two similar cases of ARF in an 82-year-old female 5 months after implantation, and a 79-year-old male patient 6 weeks after implantation of a vancomycin-tobramycin-loaded hip spacer [37] . In both cases, the serum tobramycin concentration was elevated, but after spacer explantation, serum creatinine and antibiotic concentrations returned within normal limits. Similar cases have also been described by Curtis et al. [38] and Dovas et al. [39] after use of tobramycinand gentamicin-vancomycin-impregnated spacers at the site of infected total knee arthroplasties.
Koo et al. reported two cases of hepatic failure and 2 cases of bone marrow depression after hip spacer implantation (1 g gentamicin + 1 g vancomycin + 1 g cefotaxime / 40 g PMMA) out of 22 cases [24] . The authors stated that the side effects were resolved after temporary withdrawal of systemic antibiotics, however, it is unknown which systemic antibiotics were used in each case. Isiklar et al. found one case of ARF out of 10 patients after implantation of a vancomycin-loaded hip spacer (2-3 g vancomycin / 40 g PMMA) and intravenous administration of the same antibiotic [10] . Cabrita et al. observed 1 case of ARF and 3 cases of allergic reactions out of 33 cases of hip spacer implantation (1 g tobramycin + 1 g vancomycin / 40 g PMMA) [40] . Unfortunately, no further details are available about the systemic antibiotics used in these particular cases nor the causes of ARF or allergic reactions.
Wentworth et al. reported 1 case of an allergic (dermatologic) reaction to vancomycin out of 135 cases of hip spacer implantation, whereas no patients had suffered from any renal or hepatic failure [41] . Also using the PROSTALAC system, Scharfenberger et al. reported one case of neutropenia after intravenous administration of vancomycin after hip spacer implantation in 28 patients, while no cases of renal of hepatic insufficiency were observed [42] .
Despite the abovementioned reports, several points remain unclear regarding to these systemic phenomena. In some cases, renal failure might be attributed to the local and systemic combination of the same or different antibiotic groups with nephrotoxic potential. Interestingly, it seems that the local combination of two potentially nephrotoxic antibiotic groups (aminoglycosides and glycopeptides) alone does not always induce any systemic side effects, but when combined with an intravenous antibiotic which also has a nephrotoxic potential, this may act as a trigger for ARF. Whether these patients have a genetic predisposition towards such an antibiotic treatment and the occurrence of such complications is unknown. Moreover, it is unclear if the age of the patient plays a role in the emergence of ARF. In most cases, elderly patients are more likely to suffer from systemic side effects. Furthermore, no specific explanation exists why in some cases aminoglycosides cause nephrotoxicity, and in other cases, the glycopeptide generates the nephrotoxic effect. The time of ARF manifestation may also vary strongly among reported cases without having any precise explanation for this discrepancy.
Until the exact etiology of renal or hepatic failure is defined, it would be advisable to avoid such combinations (highly antibiotic-loaded cement and systemic antibiotics of the same group) in high-risk (e.g. elderly) patients as long as this is in accordance with the antibiogram of the causative bacterium and does not endanger infection treatment. Careful and frequent monitoring of laboratory parameters is indicated in the detection of antibiotic-induced bone marrow depression and may lead to early adjustment of antibiotic therapy.
Spacer abrasion
The use of articulating spacers raised the question of whether abraded material from spacers could be detected in the synovial membrane at the second stage, which might lead to third-body wear in the new prosthesis. Fink et al. investigated this in 20 cases (16 hip, 4 knee) having been treated with articulating spacers [43] . Zirconium dioxide, and traces of chromium and copper were detected in all samples. Cobalt was detectable only in the hip group. Despite the detection of these elements in the synovial membrane, the interpretation of these findings is difficult. Parts of the zirconium and metal particles detected could have originated from the original infected prostheses despite surgical debridement at the second stage. Since there exists no quantitative analysis for measurement of zirconium dioxide, the origin of these particles cannot be definitively stated. Moreover, the detection of chromium and copper might be explained by the fact that normal human tissues naturally contain these trace elements. An alternative option for avoidance of the emergence of abraded material might be the use of static spacers. However, there can still be abraded materials released from static spacers. Last but not least, a major concern is that the abraded material may reduce survival of the reimplanted prosthesis. However, this concern seems to be not substantiated. Hoberg et al. retrospectively investigated the outcome between two-stage revisions for infection and aseptic revisions of the hip joint [44] . The survival rates were similar for both groups, with 85.6% at an average of 9.8 years for the aseptic and 82.7% after meanly 10.1 years for the septic group.
Conclusion
Antibiotic-loaded cement spacers are an established method for treating periprosthetic hip and knee joint infections. Literature demonstrates sufficient pharmacokinetic properties after implantation of the spacer and during the second stage. There exists a variety of possible mechanical and systemic complications. Knowledge about these complications might help orthopedic surgeons prevent and manage these phenomena.
